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ABSTRACT 


The Marshall Space Flight Center's Experimental Vector Magnetograph (EXVM) 
is an instrument that observes a 4.4 x 8.8 arcmin held of the sun. The transverse and 
longitudinal components of the surface magnetic field and the line-of-sight velocities 
of the photospheric gases can be determined from polarimetric and spectral analysis 
of the 525.02 nm absorption line of Fe I. The EXVM has been breadboarded and tested 
in the laboratory. The optics of the EXVM were tested with a point-diffraction (Smartt) 
interferometer. The 12 inch Cassegrain telescope was found to have 0.20 waves RMS 
(at 525.02 nm) of aberration. The post-telescope relay optics were nearly diffraction 
limited on-axis and had about one wave of primary coma as the predominant 
aberration at full-field. From theoretical modulation transfer function (MTF) curves 
of kn own aberrations, it was concluded that the EXVM should attain a maximum 
spatial resolution of about 0.5 arcseconds. A resolution test target indicated maximum 
angular resolutions better than 0.6 arc sec on-axis and 0.7 arcsec at full-field-of-view. 
A 28 inch heliostat (sun-tracking mirror) was used to direct sunlight into the lab and 
into the EXVM. Solar images obtained were limited by atmospheric seeing effects. 
During brief moments of good seeing, angular resolutions of about 1 arcsecond were 
realized with the EXVM. 


(*) 



TABLE OF CONTENTS 


Page 


(1) OPTICAL DESIGN SUMMARY 

(1.1) Y-Y Diagram 

(1.2) The Optical Invariant 

(1.3) Telescope 

(1.4) Relay Optics 

(1.5) Detectors 

(1.6) Field of View and Image Sizes 

(1.7) Beamsplitter Options 


1 

1 

9 

10 
10 

13 

14 
16 
18 


27 

30 

31 
35 
37 
40 


(2) ALIGNMENT OF THE EXVM ^ 

(2.1) Relay Optics 

,2.2) Checking for Collimation with a Shearing Plate Interferometer 24 
(2.3) Adding the 12 inch Cassegrain Telescope 

(3) TESTING THE OPTICAL SYSTEM OF THE EXVM 

(3.1) Description of the Foucault Knife-Edge Test 

(3.2) Application of the Foucault Knife-Edge Test 

(3.3) Description and Theory of the Smartt Interferometer 

(3.4) Application of the Smartt Interferometer 

(3.5) Analysis of Inferferograms of the 12 in. Cassegrain Telescope 44 

(3.6) Analysis of Interferograms of the Relay Optics 

(3.7) Application of the Resolution Test Target 

(3.8) Resolution Test Target Analysis 

(3.9) Solar Image 

(4) SUGGESTIONS FOR FUTURE WORK 

REFERENCES 
APPENDIX a code V image evaluation of EXVM design 

APPENDIX B code V data for various correlation-tracker beamsplitter options 

(*) 


51 

53 

55 

56 

59 

60 


(1) OPTICAL DESIGN SUMMARY 


The EXVM was assembled as specified in the optical design developed by 
Daniel J. Reiley and Dr. Russell A. Chipman under NASA contract NAS8-38609 

D.0.01. Table I lists the CODE V surface descriptions. Since only off-the-shelflenses 

and mirrors are used in the EXVM, the corresponding part numbers are included in 

TABLE I. Figure lisa drawing ofthe optical layout. Note that the lenses have been 

numbered from 1 to 8 in both Fig. 1 and Table I. This numbering scheme will be used 
throughout this report to help clarify discussion. Table II lisle the CODE V specification' 
d a ta (including effective focal length, image size, lens and mirror apertures, etc.). 

Appendix A contains CODE V a paraxial ray trace, ray-fan plots, spot diagrams, 
RMS wavefront deviation, and modulation transfer function (MTF) curves of the 

EXVM. 

(1.1) Y-Y Diagram 

Figure 2 is the y-y diagram of the EXVM. The marginal and chief ray heights 
at each surface were obtained from the paraxial ray trace in Appendix A. These values 
were plotted along the vertical and horizontal axes, respectively. 



TABLE I. CODE V surface data. 


Surf ace 

Radius of 





Number 

Curvature 

Thickness 

RMD 


Glass 

OBJ: 

INFINITY 

INFINITY 




1 : 

INFINITY 

0.001000 


BK7 

_SCHOTT 

2: 

INFINITY 

650.000000 




STO: 

-2394 .73740 

-877.239800 

REFL 



CON: 






K : 

-1 . 000000 

KC : 100 




4: 

-858.24060 

1069.000000 

REFL 



CON: 






K : 

-2.825380 

KC : 100 




5: 

INFINITY 

7.000000 


BK7 

_SCHOTT 

6: 

INFINITY 

5.000000 




"7 , 

INFINITY 

50.000000 


BK7 

_SCHOTT 

8: 

INFINITY 

5.000000 




9: 

INFINITY 

6.000000 


BK7 

_SCHOTT 

10: 

INFINITY 

5.000000 




11: 

INFINITY 

7.000000 


BK7 

_SCHOTT 

12: 

INFINITY 

5.000000 




13: 

INFINITY 

3.000000 


BK7 

_SCHOTT 

14 : 

INFINITY 

315.000000 





12 " Cassegrain Telescope 


Polarimeter 


15: 718.39000 4.000000 SF8_SCHOTT 

16: 92.73000 6.600000 SSK4_SCHOTT Lens Ml, MGLA0225 

17: -128.08000 105.000000 

18: infinity 300.000000 bk7_schott Lyot Filter 

19: infinity 33.500000 (alternate polarimeter position) 

20: 210.75000 5.000000 BAK4_SCHOTT 

21: -81.29000 4.400000 F3_SCHOTT Lens M2, MGLA0239 

22 : -515.63000 75.000000 


23: INFINITY -128.880000 REFL 

XDE : 0.000000 YDE : 0.000000 ZDE : 0.000000 BEN 

XDC : 100 YDC : 100 ZDC: 100 

ade: 45.000000 bde: o.oooooo cde : o.oooooo Articulated Fold Mirror 

ADC: 100 BDC : 100 CDC: 100 
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TABLE I (cont). CODE V surface data 


24 

25 

26 


141.25000 

47.31500 

-61.74800 


-4 . 800000 
- 3.000000 
-15.000000 


SF5_SCHOTT 
BK7 SCHOTT 


Lens M3, SH325222 


27 

28 

29 

30 

31 

32 


INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 


0 .010000 
-48.000000 
-4 . 000000 
-48.000000 
0.010000 
-112.017000 


BK7_SCHOTT 
BK7_SCHOTT 
BK7 SCHOTT 


Blocking Filters 


33 

34 

35 


36: 


37 

38 

39 

40 

41 

42 

43 

44 

45 

46 


•188.36000 
139.24000 
415 . 67000 


-12 . 500000 
- 6.000000 
-55.000000 


BK7_SCHOTT 
SF5 SCHOTT 


Lens M4, SH322278 


INFINITY 


165.233309 REFL 


XDE: 

0.000000 

YDE : 

0.000000 

ZDE : 

XDC : 

100 

YDC : 

100 

ZDC : 

ADE: 

45.000000 

BDE: 

0 .000000 

CDE : 

ADC: 

100 

BDC : 

100 

CDC : 


0.000000 

100 

0.000000 

100 


BEN 

Fold Mirror 


INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 

INFINITY 


4.000000 
12 . 000000 
21 . 000000 
0.000275 
18.000000 
0.000000 
21.000000 
12 . 000000 
4.000000 
00.000000 


BK7_SCHOTT 
BK7_SCHOTT 
BK7_SCHOTT 
BK7_SCHOTT 
BK7 SCHOTT 


Fabry-Rrot Interferometer 


47: 

673.17000 

6.000000 

48: 

222.27000 

10 . 000000 

49: 

-302.87000 

439.000000 

50: 

121.71195 

3.800000 

51: 

-89.71796 

2 . 500000 

52: 

-268 . 15906 

131 .029506 


SF5_SCHOTT 
BK7 SCHOTT 


Lens M5, SH322279 


BK7_SCHOTT 
SF5 SCHOTT 


Lens M6, NCPAC064 
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TABLE I (cont). CODE V surface data. 


53: 

32.16000 

4.460000 

SKI 1 

_SCHOTT 


54: 

-22.47000 

1.500000 

SF5_ 

SCHOTT 

Lena *7, MG LAOO 5 9 

55: 

-89.36000 

34.925611 




56: 

INFINITY 

-120.845313 REFL 



XDE : 

0.000000 

YDE: 0.000000 

2DE : 

0.000000 

BEN 

XDC : 

100 

YDC : 100 

2 DC : 

100 


ADE: 

-15.000000 

BDE: 0.000000 

CDE : 

0.000000 

15° Mirrored Pyramid 

ADC: 

100 

BDC : 100 

CDC : 

100 


57: 

-182.72000 

-2.000000 

SF5 

SCHOTT 


58: 

-44.88000 

-4.800000 

SKI 1 

_SCHOTT 

Lens H8, MGLA0123 

59 : 

64.04000 

-72.000000 




60: 

INFINITY 

257.078523 REFL 



XDE: 

0.000000 

YDE: 0.000000 

2DE : 

0.000000 

BEN 

XDC: 

100 

YDC: 100 

2 DC : 

100 


ADE: 

15.000000 

BDE: 0.000000 

CDE: 

0.000000 

Fold Mirror 

ADC: 

100 

BDC: 100 

CDC: 

100 


61 : 

INFINITY 

-72.000000 REFL 



XDE: 

0.000000 

YDE: 0.000000 

2DE : 

0.000000 

BEN 

XDC: 

100 

YDC: 100 

2 DC : 

100 


ADE: 

45.000000 

BDE: 0.000000 

CDE: 

0.000000 

Fold Mirror 

ADC: 

100 

BDC: 100 

CDC: 

100 


62: 

INFINITY 

108.000000 REFL 



XDE: 

0.000000 

YDE: 0.000000 

ZDE: 

0.000000 

BEN 

XDC: 

100 

YDC: 100 

ZDC : 

100 


ADE: 

- 45.000000 

BDE: 0.000000 

CDE: 

0.000000 

Fold Mirror 

ADC: 

100 

BDC: 100 

CDC: 

100 



img: infinity o.oooooo Image Plane (CCD Camera) 
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TABLE II. CODE V Specification data. 


SPECIFICATION DATA 


EPD 

304 .30000 

DIM 

MM 

WL 

656.27 

REF 

3 

WTVi 

1 

XAN 

0.00000 

YAN 

0.00000 

VUX 

0 . 00000 

VLX 

0.00000 

VUY 

0.00000 

VLY 

0.00000 


632.80 525.02 

1 1 
0.00000 0.00000 

0.05717 0.08167 

0.00000 0.00000 

0.00000 0.00000 

0.00000 0.00000 

0.00000 0.00000 


aperture 

CA 
CIR S5 
CIR s7 
CIR S9 
CIR sll 
CIR Sl3 
CIR S16 
CIR Si 8 
CIR S20 
CIR S22 
CIR S25 
CIR S33 
CIR S35 
CIR S39 
CIR S43 
CIR S47 
CIR S49 
CIR S51 
CIR S53 
CIR S55 
CIR S58 


DEFINITIONS 


12.500000 

12.500000 

12.500000 

12.500000 

12.500000 

20.000000 

12 . 500000 

15.000000 

15.000000 

15.750000 

40.000000 

40.000000 

55.000000 

55.000000 

40.000000 

40.000000 

10.160000 

9.000000 

9.000000 

13.250000 


data/ edge 


CIR S6 
CIR S8 
CIR S10 
CIR Sl2 
CIR Sl5 
CIR Sl7 
CIR Si 9 
CIR S21 
CIR S24 
CIR S26 
CIR S34 
CIR S37 
CIR S4 1 
CIR S45 
CIR S48 
CIR S50 
CIR S52 
CIR S54 
CIR S57 
CIR S59 


12.500000 

12.500000 

12.500000 

12.500000 

20.000000 

20.000000 

12.500000 

15.000000 

15.750000 

15.750000 

40.000000 

45.000000 

37 . 000000 

45.000000 

40.000000 

10.160000 

10.160000 

9.000000 

13.250000 

13.250000 
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TABLE II (cont). CODE V specification data 


REFRACTIVE INDICES 


GLASS CODE 

656.27 

632.80 

525.02 

SSK4_SCHOTT 

1.614266 

1.615305 

1 . 621923 

SF8_SCHOTT 

1.682505 

1.684452 

1.697362 

BAK4_SCHOTT 

1.565761 

1.566704 

1.572695 

F3_SCHOTT 

1 . 608063 

1.609545 

1.619244 

BK7_SCHOTT 

1.514323 

1.515089 

1.519067 

SF5_SCHOTT 

1.666612 

1.660457 

1.600666 

SKI 1 SCHOTT 

1.561011 

1.561883 

1.567374 


INFINITE CONJUGATES 


EFL -14063.1395 

BFL 109.3923 

FFL -0 . 3236E+06 

FNO -46.1389 

IMG DIS 108.0000 
OAL 2301.9661 

PARAXIAL IMAGE 
HT 20.0458 

ANG 0.0817 

ENTRANCE PUPIL 
DIA 304.8000 

THI 650.0007 

EXIT PUPIL 
DIA 13.2190 

THI -500.5187 
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On a y-y diagram, horizontal lines represent collimated segments of the beam. 
Vertical lines represent telecentric beam segments. An image is formed where a line 

crosses the horizontal axis (i.e. y=0). The value of y at this point is the corresponding 
image height. 

The distance between two points along a line on the y-y diagram is found as 
follows: Find the area of the triangle formed by the origin and the two points of 
interest. The distance between the points equals twice this area divided by the optical 
invariant (0.217 mm/rad for the EXVM) 

(1.2) The Optical Invariant 

The optical invariant is defined as 

$£ - ynu - ynu 

where y and y are marginal and chief ray heights, respectively. Similarly, nu and nu 
are the marginal and chief ray angles (multiplied by the index of refraction of the 
medium). These values are as the basis of paraxial ray tracing. 

The numerical value of the optical invariant can be measured, and will be the 
same, at any surface. Using the paraxial ray trace values at any surface of the EXVM 
(see Appendix A) yields a calculated optical invariant of 3 = 0.2172 mm/rad. 
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(1.3) Telescope 


The EXVM was designed around an existing 30 cm, f715.5, Cassegrain telescope. 

used because it is radially symmetric and has low angles 
the instrumental polarization. Since it is 


A Cassegrain telescope was 


of incidence. These criteria help minimize 

placed before the polarimeter, it is important that the telescope affect the polarization 
of the incident light as little as possible. 


(1.4) Relay Optics 


The light exiting the telescope is an 015.5 beam that is very nearly telecentric 

(chiefray angle = 0.004339 radians). The beam comes to focus about 25 cm y 

back face-plate of the telescope. The CODE V specification places the polarimeter in the 
nearly telecentric beam between the telescope and the image. If the polarimeter is 
ptaced in thi. beam, the distance from the back of the telescope to the image will 
increase by 28 mm (computed using the CODE V model of the polarimeter). Therefore, 
whether or not the polarimeter is to be p,a«d in this position must be considered 

during the alignment of the EXVM. 

»1 (MGLA0225) is placed one focal length (200 mm) beyond the image 


Lens 


formed by the telescope. The light exiting lens .1 ia. therefore, coUimaUd. The 
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collimated area between lens #1 and lens #2 can be used for a Lyot birefringent 
spectral filter or as a position for the polarimeter. A maximum ray angle of 0.033548 
radians (1 .92° ) occurs in the collimated beam for objects at the maximum field of view 
(4.9 arcmin of axis). 

Lens #2 (MGLA0239) refocuses the beam in order to form an image for the 

correlation tracker. An f/23.4 beam is produced. 

The articulated fold mirror is controlled by the correlation tracker. Rapid 
computer-controlled adjustments of this mirror allow the effects of seeing fluctuations, 
wind, and instrument motion to be minimized. This is necessary in order to improve 
the resolution to 0.5 - 2.0 arcseconds for ground-based observations. 

A be am splitter {not shown in the original CODE V output) placed immediately 
after the articulated mirror provides the image for the correlation tracker . Options for 

beamsplitters are discussed in Section 1.7. 

Lens #3 (SH325222) is the only negative lens in the EXVM. This lens nearly 
collimates the beam (marginal ray angle only -0.001344 radians). The blocking filters 
for the EXVM (whose center wavelengths depend on angle of incidence) are placed in 
this nearly collimated beam. The largest ray angles at the blocking filters are those 
coming from objects at the maximum field of view. The ray angles increase linearly 
from nearly zero (on axis) to 0.102462 radians (5.87°) for chief ray angles 
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corresponding to objects 4.9 arcmin off arts. Furthermore, as seen on the y-y diagram 

(Fig. 2), this lens significantly shortens the overall syste 

Lens #4 (SH322278) produces an 073.2, telecentnc beam. The Fabry P 
interferometer is pieced in this beam. The angles of incidence at the Fabry-Perot do 
not depend on field height (unlihe a coliimated beam). A marimum ray angle of 
0 006831 radians is predicted by the paraxial ray trace. As shown in Fig. 1, this beam 
i8 go slow that nearly every surface of the Fabry-Perot wiU be in focus at the final 

image plane. These surfaces must,—, be hept very lean. The seal-unit of the 

Fabry-Perot should help in this regard, with only the outer windows requiring periodic 
cleaning. 

Lens #5 (SH322279), as seen in the y-y diagram (Fig. 2), acts as a field lens. A 


field lens 


decreases the height of the chief ray, thus allowing smaller dear apertures 


lenses j 


of the following elements. 

Lens #6 (NCPAC064), refocuses the beam. An f/469 beam » prod 
i and mirrors following lens #6 are removed, an image nearly the same size as the 

final image (an 046.1 beam) is formed 290 mm after lens #6. This image 
U„ same orientation a. the Cassegrain telescope image hut would he inverted with 

respect to the final image. 

Lens #7 (MGLAO059, further converges the beam. The 011.2 beam produces 
nn image on a 15 degree, mirrored pyramid. This pyramid separates the beam into 
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four equally sized pieces. Each of these four beams will be focused onto its own CCD 
camera. The images will then be recombined by computer. The pyramid is placed in 
focus so that all of the light from a particular object point is reflected into the 
appropriate arm of the image dissector. If an expanded beam were incident on the 
pyramid, various rays from a given point object might be incident upon more than one 
face of the pyramid. Since it is in focus, the mirrored pyramid must be kept veiy clean. 

Lens #8 (MGLAO 123), refocuses the beam to produce the final image. There are 
four of these lenses; one in each of the arms of the image dissector. After a series of 
fold mirrors, the four final image components are formed on four CCD camera arrays. 

(1.5) Detectors 


The final image is split into 
four quadrants. Each quadrant is 
imaged onto a separate detector. 
Four Thompeon-CFS, TH 7896(A) 
CCD arrays are used as the 
detectors (Fig. 3). Each detector 
has 1024 x 1024 pixels with a 
19 x 19 pm pixel size. Half of each 



Figure 3 Detector layout of the EXVM. 
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detector will be masked off for read-out purposes 
area will be 512 a 1024 pixels <9.73 mm x 
center-to-corner distance of 21.76 mm. The 
1024 x 2048 pixel array. 


Therefore, each detector’s active 
19.45 mm). This corresponds to a 
combination of all four detectors yields a 


(1.6) Field of View and Image Sizes 


The original CODEV specification uses 


0.08167° (4.9 arcmin) as its full-field 
• distance of a rectangular field of view 


object height. This height is the center-to-corner < 

a no' ft *77' ApiH of view was used as 

having a 2:1 height-to-width ratio. Therefore, a - 

the CODE V specification data. 

\ rectangular aperture is to be placed at the image plane of the Cassegrain 

^escape, ^s aperture will act as a field step. The site of teis step determines tee 

6 e,d of view of tee EXVM and tee corresponding image sites. The unage — 
corresponding to various fields of view, calculated from the CODE V paraxial ray trace, 


are listed in Table 3. 
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TABLE 3. Fields of view and corresponding image sizes of the EXVM. 


Field 

of 

view 

(arcmin) 

Cassegrain 
telescope 
image size* 
(mm) 

Correlation 
tracker 
image size 
(mm) 

Final 

image 

size 

(mm) 

Comments 

4.27x8.53 

4.38x8.77 

4.76x9.51 

5.85x11.7 

6.01x12.0 

6.58x13.0 

8.87x17.7 

9.10x18.2 

9.89x19.8 

17.5x34.9 

17.9x35.9 

19.5x38.9 

Samex design goal 
CODE V design specification 
Completely fills four detectors 


♦equals the dimensions of the necessary field stop 


The 4.8' x 9.5' field of view that completely covers the CCD arrays should not 
be used unless the image of the field stop on the CCDs is found to cause problems. 

This 4’® * 9- 5 ' field of view will have more vignetting and poorer image quality at the 
edge of the field than desired. 

The paraxially calculated field of view for a single 19 x 19 pm pixel at the final 
image is 0.279 arcsec, regardless of the overall field of view used. 

The image size at the detector for the correlation tracker plane is determined 
from the paraxial ray trace in Appendix A. A 4.38' x 8.77' field of view corresponds to 
a 9.10 x 18.22 mm image size at the correlation tracker. 
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(1 .7) Beamsplitter Options 


A beamsplitter must be placed between lens #2 and lens .3 in order to provide 
an image for the correlation tracker detector. The original CODE V lens design does not 
include a model for this beamsplitter. During alignment of the EXVM, a 0.5 inch thick 
plate beamsampler was placed in the beam at 45" . This beamsplitter was flat to U20 
wave (according to manufacturer's specification), andhad an anti-reflective coating on 
its back surface. TWs beamsplitter caused unacceptable amounts of astigmatism. The 

separation between the sagittal and tangential foci was 21 mm at the final image. This 
separation was clearly visible by simply passing a card through the beam. 

A pellicle beamsplitter used in this position would not introduce appreciable 
amounts of aberration to the system. However, the optics box for the EXVM will be 
subjected to vibrations from the clocked dnve of the telescope, the articulated fold 
mirror, and the motors used in the polarimeter. Such vibrations tend to resonate the 
surface of a pellicle like a drum head. A pellicle cannot, therefore, be used. 

CODE V was then used to model various beamsplitter types and configurations. 
Appendix B contains system drawings, RMS wavefront deviation values, wavefront 

aberration plots, and MTF curves for each of the options listed below. 

Option #1 was the 1.57 cm thick plate inserted into the beam at 45". The 
wavefront aberration plot clearly shows a full wave of astigmatism (at 633 nm) on axis. 
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Since this is a non-rotationally symmetric element, the on-axis astigmatism is not zero 
as might be expected. The astigmatism worsened off-axis, and coma (and other 
aberrations) became noticeable. The composite RMS wavefront error for the entire 

EXVM at best focus was 0.179 waves (at 633 nm). 

Option #2 was inserting the 1.57 cm thick plate beamsampler into the beam at 
a smaller angle of incidence ( 15° ). The on-axis astigmatism was nearly eliminated and 
off-axis astigmatism was reduced. The composite RMS wavefront error of the EXVM 
dropped to 0.058 waves. However, this option required the image to be reflected back 
toward the articulated fold mirror. This mirror will be mounted in a large gimbal 
system that will limit placement of the camera to be used. This option, therefore, 
would be very difficult to implement. 

Option #3 uses a 2 mm thick plate beamsampler at 45* instead of the 1.57 cm 
thick plate. The EXVM’s composite RMS wavefront error of this option is 0.064 waves. 
However, flatness is sacrificed by using such a thin plate. Melles Griot sells 2 mm 

thick plates flat to 1/4 wave. 

Option #4 uses a 2.64 cm cube beamsplitter. The composite RMS wavefront 
error for the entire EXVM using this option is 0.012 waves; the lowest of all options 
considered. As seen in Appendix B, the on-axis performance for this option is 
diffraction limited. At full field, however, CODE V predicts sharp drops in the MTF 
curves. These drops, however, appear to be caused by vignetting that occurred in the 
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CODE V model as a result of not eompensating for the increased optical path length 
caused by the cube beamsplitter. This vignetting problem is easily corrected during 
the alignment of the EXVM. The distance between lens « and lens *3 needs to be 
increased by 8.5 mm to accommodate the increased optical path length caused by the 

cube (see Section 2.1). 

A cube beamsplitter is therefore recommended as a good choice for the 
correlation tracker beamsplitter. A cube should be chosen that only reflects a small 

portion (around 4%) of 525.0 nm light. The MellesGriot03BSL145 non-polarizing (at 

632.8 nm) beamsplitter already owned by the lab appears to work well, transmi 
nearly all 525.0 nm light. Transmission/reflection characteristics were not provided 
at 525.0 nm, and should be obtained from Melles Griot. 


( 2 ) 


ALIGNMENT OF THE EXVM 


At the onset of the project, the optics-bos intended to contain the post-telescope 
optics of the EXVM was still being designed. The lenses and fold-mirrors of the system 
were therefore assembled and aligned on a small optical bench in the laboratory. The 
elements were mounted 25 cm above the table, to match the height of a 30 cm 
Cassegrain telescope’s optic axis when placed horizontally on another table. The entire 
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system was pointed out the door of the laboratory so that sunlight could be reflected 
off a 28 inch heliostat (sun tracking mirror) and into the EXVM for testing purposes. 


(2.1) Relay Optics 


A lmW, 633 nm He-Ne laser was mounted such that its beam was parallel to the 
table at the desired height (25 cm). The mount for the laser allowed the beam’s angle 
to be finely adjusted and the entire laser could be raised and lowered. The direct beam 
from the laser was used to define the optic axis during alignment. 

The lenses and mirrors were mounted in suitable mounts and placed in their 
approximate positions on the optical table. The polarimeter, Cassegrain telescope, 
blocking filters, and Fabry-Perot etalon were not yet added to the system. Rulers and 
spacing-rods were used to get the spacing between lenses to within about ± 5 mm. 
Rolled-up lens tissues cut to the appropriate lengths make good spacer rods that 
minimize damage to the coated lens surfaces. The laser was directed down the center 
of the system. The reflections of the beam off of the lenses were used to remove any 
decentering or tilting present in the elements. This procedure is described below. 

The only equipment needed is a small piece of white paper with a small hole in 
it. The hole should be only a few millimeters diameter (easily made with a sharpened 
pencil). The card is placed in front of the lens being aligned. The laser is allowed to 
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pass through the 
hole in the card 



lens being aligned to avoid reflections off of subsequent elements. If the lens is 
perfectly aligned, all three reflections will travel back along the incident beam and 
through the hole in the card. If the lens is decentered or tilted, the reflections will not 
pass through the hole, but will instead strike the card in various places (Fig. 4). 

0 
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By twisting the lens-mount, and translating it perpendicularly to the optic axis, 
the reflections off the lens can be made to pass directly back through the hole in the 
card. With a little practice and some trial-and-error, lenses can be aligned in this 
manner quite easily. Note that for low-power lenses, due to their less-curved surfaces, 
the card should be placed a considerable distance away from the lens to allow the 
reflected beams to fan out. Starting with the collimating lens (lens #1) and proceeding 
in order, all of the elements were aligned in this manner. 

Once the lenses and fold mirrors were centered and untilted, the correct 
distances between the elements had to be achieved. These spacings could be measured 
with rulers and spacing-rods no more accurately than to within a few millimeters. 
Therefore, the behavior of expanded beams was observed and compared to the expected 
results given by CODE v. Figure 5 is a drawings of the predicted ray paths produced 
by on-axis and off-axis point sources placed at the back focal plane of the Cassegrain 

telescope. 
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A stop was needed to achieve the entrance and exit pupils that are produced 
once the telescope is added. Therefore, an adjustable aperture was set to 13 mm 
diameter and placed 225 mm after lens #1 (this pupil was determined by using 
marginal and chief ray information following lens #1, as given by the CODE V first-order 
ray trace of the entire system). A pinhole spatial filter added to the laser was used as 
a point object for the relay optics of the EXVM. The pinhole was placed 192 mm before 
lens #1. 

The longitudinal (along the optic axis) position of the laser was adjusted until 
the light exiting lens #1 was collimated. A shearing plate interferometer (described in 
Section 2.2) was used to check for collimation. The angle of the beam was adjusted 
until the stop that was added between lens #1 and lens #2 was evenly illuminated. 
Finally, the transverse position (horizontal and vertical) of the pinhole was adjusted 
until the beam was centered in all of the lenses following lens #1. This procedure was 
iterated until all of these parameters were satisfied. At this position, the pinhole acts 
as point source in the center of the field of view (i.e. an on-axis point source). 

The position of lens #3 was particularly difficult to get correct because the fold- 
mirror between lens #2 and lens #3 hindered measurement. Since the light exiting 
lens #3 is not collimated (although very close), a shearing plate interferometer could 
not be used. Instead, the position of the image formed after lens #4 was checked, and 
the beam between lens #4 and lens #5 was made to be telecentric. Note: be sure to add 


23 



• * fhirkncss of the cube slis^y 

the cube beamaplitter after lens *2 at thm h»e. The ftuchneaa 

affects subsequent image locations. 

To determine if a beam ia ieiecentnc, an oft-ama — > — ' ^ ~ 
and pinhole assembly was raised until the beam stnkmg lens #4 was a 

the edge of the ien. The beam will atrihe iena ,5 at the height ,f the beam^a 

... „f lens #3 and lena #4 gave the 
telecentric. Slight adjustments to the poaitm 

required image location and telecentrimty. 

The remaining lenaea were adjusted in the aame manner. Attammg corre 

image diatancea ia a good way to enaure pro.r ,ena a^g- - — ^ 
pinhole was removed from the laser, and any tilts or decenters caused by 
process were removed by observing beam reflections for an anal ray. 


(2.2) Checking for Collimation with a 


Shearing Plate Interferometer 
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. . a very accurate and aimple way to verify colhmation. 
however, provides a very a 
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The shearing plate is a type of interferometer known as a lateral shearing 
interferometer. Malacara (1992) discusses many geometries of lateral shearing 
interferometers 1 , but the shearing plate is the simplest arrangement. A thin plate of 
glass (or other material) is inserted at 45 degrees into a collimated beam. As shown 


Sheared wavefronts interfere 



Figure 6 Shearing plate interferometer. 


in Fig. 6, the reflections of the beam off the front and back surfaces of the plate result 
in two wavefronts that have been laterally sheared a distance S. These two wavefronts 
interfere and the pattern they produce is observed and analyzed. Since the two beam 
paths are of unequal length, a coherent source (such as a laser) must be used. 
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For collimation testing, a slightly wedged plate is preferred. The plate is placed 
in the beam at a 45° angle. The wedge angle must be perpendicular to the 45° angle 
of rotation. For example, if the is plate is rotated 45° horizontally, then the plate must 
be thicker at the top or bottom, creating a vertical wedge. 

When the incident beam is perfectly collimated, the two interfering beams will 
both be plane waves. The resulting interferogram will be equally spaced, horizontal 
fringes (assuming a vertically wedged plate was used). If, however, the incident beam 
is not perfectly collimated, then the two interfering beams will be spherical waves (if 
the beam is unaberrated). The resulting fringe pattern is equally spaced linear fringes 
that are not horizontal. As a point source is moved through focus, the fringes rotate. 
Achieving horizontal fringes indicates collimated light. 

A 2 mm thick, neutral density filter (thin-film type, O.D. = 0.04) was used as a 
shearing plate. The plate was placed after lens #1 at normal incidence. Numerous plates 
were tried, but this one was chosen because when the beam was reflected directly back 
at the lens, four straight, dark fringes with excellent contrast were present in the reflected 
interferogram. The plate was rotated about the optic axis u ntil horizontal fringes were 
obtained. This ensured a vertical wedge angle. 

The plate was then rotated 45° about its vertical axis. Figure 7 contains 
photographs of the interferograms created as the pinhole was moved along the optic 
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axis. This test was very sensitive. The pinhole was positioned to within ± 1 mm of its 
optimum spacing. 



Figure 7 Sequence oflateral shearing interferogramsofthe collimated area after lens 
#1 of the EXVM. A point source was passed through focus, (a) Outside the focus, (b) 
At the focus, (c) Inside focus. 


(2.3) Adding the 20 cm Cassegrain Telescope 


Once the relay optics were acceptably aligned, the 30 cm Cassegrain telescope 
was added to the system. The back focal plane of the telescope was placed at the front 
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focal plane of lens #1. The procedure used to accurately align the telescope is outlined 


below. 


The prefilter was placed on the entrance of the telescope. The prefilter reflects 
the He-Ne laser (633 nm) that was used for alignment. A pellicle beamsplitter was used, 
as shown in Fig. 8, to 



a double pass configuration. 


positioned at the back 

focal plane, collimated light exited the entrance of the telescope. This light then reflected 
off the prefilter, passed back through the telescope, through the beamsplitter, and into 
the EXVM’s relay optics. The height of the telescope, its horizontal position, its angle 
with respect to the table, and its distance along the optic axis were all adjustable. 

For the telescope to be perfectly positioned, three criteria had to be met: the light 
entering the rear of the telescope had to follow the exact same path as the light exiting 
the rear of the telescope, the light had to be collimated between lens #1 and lens #2, 
and the beam had to be centered in all of the lenses of the relay optics. A card with a 
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, . t y,p telescope, allowed the returning beam to be 

hole in it, held in the beam entering the telescope, * 


seen. The returning beam passed through the hole and was the same size as the hole 
when the telescope was properly positioned. 

A shearing plate placed after lens #1 was used to check for collimation. Figure 9 

is the interferogram in collimated light. By moving through focus, the position yielding 
horizontal fringes was readily apparent. However, the fringe, although sotnewhat 
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caused by the 12 inch Cassegrain telescope or its preBlte . 

Obscured by diction, were clearly not perfectly straight lines. This was the first 
indication we had that the telescope was causing some wavefront aberration (as discussed 


in Section 3.5). 

Obtaining the precise alignment of the telescope was a tedious process, iterative 
attempts finally yielded an acceptable alignment of the entire system. At this point. 


the image 


quality of the EXVM was ready to be tested. 
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(3) TESTING THE OPTICAL SYSTEM OF THE EXVM 


Once the components of the EXVM were assembled and aligned, the quality of 
the image produced was quantified. There are a number of different figures of merit 
frequently used to quantify image quality, such as the RMS wavefront error, the 
peak-to- valley wavefront error, a Zemike polynomial representation of the wavefront 
polynomial, the modulation transfer function (MTF), etc. Any or all of these values may 
be used to describe the quality of an optical system. Countless tests and procedures 
have been developed that allow these (and many other) parameters to be quantified. 

A number of tests were used to determine the imaging quality of the EXVM’s optical 
system. A Foucault Knife Edge test was initially used, but the EXVM’s aberrations were 
too small to be accurately measured with this test. A point-diffraction interferometer 
(Smartt Interferometer) was therefore used to obtain a contour-map of the systems 
wavefront and quantify the system’s RMS and peak-to-valley wavefront error. A 
resolution test target was used to estimate the maximum spatial resolution the EXVM 
will be able to attain. 
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(3.1) Description of the Foucault Knife-Edge Test 


The Foucault Knife-Edge test is a simple test that allows aberrations in the exit 
pupil wavefront of a system to be observed. The results of a knife-edge test can be 

interpreted from mainly a geometrical optics point-of-view. 

A point object placed in front of a perfect imaging system will produce a spherical 
wavefront leaving theexit pupil of the system. At each point along this wavefront, rays 
propagate perpendicularly to the sphere. These rays will all intersect at the center of 
curvature of the sphere. This point of intersection is the image of the point object. 

A knife-edge oriented in a plane normal to the optic avis is passed through the 
beam editing the system. If the image beam of the optical system is of sufficiently high 
f-number (i.e. the cone angle of the beam is sufficiently small) the entire cone of light 

will beabletoentertheesperimenter’seye.Lookingintothebeam allows theerit pupil 

of the system to be viewed directly. Alternately, a lens can be used to reimage the exit 
pupil onto a screen. 

As illustrated in Figure 10, if the knife-edge is placed directly at the image point, 
the exit pupil will go from being evenly illuminated to being completely dark as soon 
as the knife edge reaches the image height. Light sources available in the lab are small, 

but they are not, however, true pdnt sources. SubsequenUy. the >rint images ' produced 

actually have finite site. It is useful to consider an extended object as simply the 
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Figure 10 Knife-edge test of an aberration-free optical system. 


superposition of infinitely many point sources. Thus, as a knife-edge is passed through 
an extended image, the light from individual point sources of the object is extinguished. 
The resulting exit pupil will fade to darkness evenly as the blade is passed through the 
image. This uniform change in pupil intensity indicates perfect imaging when using 

the Foucault Knife-Edge Test. 
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from the bottom of 


through a position between the exit pupil and the image, the rays 

the pupil are blocked first (Fig. 11). A straight shadow moves across the pupil from the 

bottom to the top. Similarly, if the blade as placed beyond theimage plane, a straight 
shadow will pass from topto bottom across the exit pupil (Fig. 12, even though the blade 
was moved upward through the beam. It is important to note that for an aberration 
free system (i.e. spherical waves exiting), these shadows will be perfectly straight lines. 
Any curvature to the shadows indicates aberration, as will bediscussed below. Fmally, 
this test also provides a simple means of accurately finding the image posthon of an 


optical system. 



Figtire is Knife-edge placed at best focus of a system possessing sphencal aberration. 
Unfortunately, real optical systems rarely yield perfectly spherical exiting 


wavefronts when imaging point sources 


Figure 13 illustrates a wavefront containing 


spherical aberration. As the 


knifetedge is passed though the beam in the position 
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indicated (best focal point) certain rays are blocked and certain rays are allowed to pass 
through. The exit pupil will not dim evenly as the blade is passed through the image. 
The shadow that passes across the pupil will not be a straight line. 

The calculation of the knife-edge patterns for defocus, third-order spherical 
aberration, coma, and astigmatism are based on the transverse ray aberrations. The 
gradient of the wavefront aberration function is used to determine where each ray exiting 
the system intersects the image plane. If a ray is blocked by the knife-edge, then the 
pupil location from which that ray left will be dark. Rays that are not blocked result 

m illuminated pupil locations. These calculations and illustrations ofthe corresponding 

patterns can be found in Malacara . 4 

(3.2) Application of the Foucault Knife-Edge Test 

The post-telescope elements of the EXVM were tested with the knife-edge test. 
The telescope, polarimeter, blocking filters, and Fabry-Perot interferometer were not 
yet added to the system. The CODE Vanalysis ofthe optics indicated a nearly diffraction 
limited system. Any large aberrations discovered by the knife-edge test would be from 

misalignment ofthe optics, incorrect spacing between the elements, or having an element 
reversed. 
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A. white-light pinhole source lamp was placed at theimage plane of the Cassegrain 
telescope. An interference filter (540 nm center-wavelength) was inserted into the beam 
to both reduce the intensity of the beam and limit chromatic aberration efTects when 
looking into the pupil . If a spatially filtered laser is used as the point source, the puprl 

of the system should be imaged onto a screen with a positive lens. (Do outlook directly 


into the pupil due to the laser s high intensity.) 


A razor blade mounted on a three-direction translational stage placed at the 
EXVhTs final image plane was the testing apparatus. As the blade cut through the image, 
the exit pupil could easily be viewed by placing one's eye directly behind the blade and 
lookinginto the beam. Since this was an MS beam, keepingone’s eye nearly 10 cm behind 
the blade still allowed the entire cone of light to enter the eye. The exit pupU appeared 
to uniformly go ftum light to dark as the blade cut through the image. No discemable 


aberrations (like those mentioned in the previous section) could be observed, to 

atenal f present do t tn thf CTVM> relay onto wes^malU^^ 
hyjjflucaiilt K nilHMf TBat - ™" tf Ht perfnrrnf<i fnr hot h ^ Qgaafl 
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The Foucault Knife-Edge test was only of limited use in analyzing the EXVM. 
Purposely introduced tilts of about 5- to various lenses were needed to introduce 
noticeable aberration to the pupil. However, such gross misalignments are eaBily removed 
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by checking beam reflections. More sensitive, interferometric testing was therefore 
needed. 

(3.3) Description and Theory of the Smart! Interferometer 

To directly obtain the wavefront aberration caused by the EXVM, the exiting, 
nearty-spherical, aberrated wave-front is interfered with a spherical reference wavefront 
The resulting fringe pattern is an optical path difference (OPD) contour-map of the 
aberration at the exit pupil. Many interferometric methods require two separate beams; 
one that passes through the system, and one to be used as the reference beam that does 
not pass through the system. These beams are then recombined to form the 
interferogram. The Mach-Zender and the Twymann-Green are examples of this class 
of interferometer. Such tests can be difficult to set up when testing large, complex 
systems, especially when limited space or facilities exit. Furthermore, any air turbulence, 
thermal fluctuations, or vibrations present cause considerable effects when the two 
separated beams are recombined. 

The point-diffraction interferometer 1 (Smartt Interferometer) is a common path 
interferometer, meaning it has a configuration which divides light into a test beam and 
a reference beam a/terthe light has passed through the optical system being tested. 
The effectsof vibration, air currants, and thermal fluctealions ate therafore considerably 
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reduced. The division of the beam is achieved by diffraction through a small pinhole. 
Scatterplate Interferometry* and Fresnel Zone Plate Interferometry' are examples of 
other common path interferometers using weakdiffusers and rone plates, respectively, 

as the diffracting elements. 

A Smartt interferometer is a polished glass or cleaved mica substrate on which 
an absorbing metal coating has been evaporated (usually gold or aluminum). The 
transmittance of the coating should be about 0.01. One or more pinholes are created 
in the coating either by vaporisation with a focused laser or by shadowing with small 

spheres during evaporation. 8 

Figure 14 illustrates the operation of the Smartt interferometer. The 
interferometer is placed at the image point of the wavefront to be tested. The pointrspread 

function of the system is imaged 
onto the device. A pinhole with 
a diameter less than the size of 
the point-spread function will 
diffract a portion of the incident 
light into a spherical wave. 

This spherical wave acts as a ^ igure 14 Principle of the Smartt interferometer, 
reference wave and is interfered 

With the test wave that passed, attenuated, through the absorbing film of the 


Absorbing film 



Incident wave 


Transmitted wave 

reference wave interfere 
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interferometer. The film’s transmittance or the pin-hole diameter may be changed to 
equalize the test and reference waves’ intensities, hence maximizing fringe visibility. 
An estimation for the proper pin-hole radius for an aberration-free system is given by 9 

o.ix 

a • 

NA 

where 1 is the wavelength being used and NA is the numerical aperture (sine of the 

marginal ray angle) of the exiting beam. 

Due to it’s portability and simplicity, the Smartt interferometer is well suited 
for the interferometric testing of single optical elements, telescopes, and even complex 
multi-element systems. All that is required is an accessible point image produced by 
the system from a point object at the desired conjugate. Since this is an equal-path 
interferometer, temporal coherence of the source is not required. Smartt reports 
successful telescope tests have been performed using a second, first, or zero magnitude 
star near the zenith (where seeing is the best) as the point object. Smartt was also able 
to use a 2 md He-Ne laser at a distance of 2.4 km with only - 0.04 X error due to the 
non-infinite conjugate. 10 Excellent fringes were also obtained of a 20 cm 
Schmidt-Cassegrain telescope 11 indoors with a laser source distance of about 30 m. 
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(3.4) Application of the Smartt Interferometer 


Dr. Raymond Smartt (National Solar Observatory, Sunspot, NM, 88349) provided 
a Smartt interferometer for this project. The device had numerous pinholes scattered 
across it, ranging from 12 to 27 micrometers in diameter. 

The 30 cm Cassegrain telescope was tested and aligned using the Smartt 
interferometer. Due to laboratory constraints, placing a laser source at a nearly-infinite 
conjugate was not 
feasible. Instead, a 
double-pass 
configuration was 
used as illustrated in 
Pig. 15. A 1 md, 633 
nm, He-Ne laser with 
a pinhole spatial 

filter was used as a source. The source was reflected off of a 2 inch diameter pellicle 
beam sampler and into the telescope. The beam exiting the front of the telescope was 
reflected off of the reflective pre-filter back into the telescope. The pre-filter is a 30 cm 
diameter, 2.0" thick fused-silica window with a 525 nm interference filter coating (60% 
transmission, 60 nm bandpass) on its inner (i.e. toward the telescope) surface. This 



pass. 
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point of best focus to be found (i.e. the fewest fringes across the pupil). Tilt can be 
introduced to the interferograms by displacing the pinhole transversely, away from the 
center of the point spread function. However, fringe visibility changes dramatically as 
the pinhole moves across the point spread function because the intensity ratio of the 
test and reference beams changes. 

The Smartt interferometer was placed at the telescope image (before lens #1). 
The collimating lens (lens # 1) provided an image ofthe telescope’s entrance pupil, allowing 
the interferometric fringe pattern to be observed without being obscured by diffraction 
effects (a second positive lens was inserted to decrease the image size to that of a CCD 
camera array). The inefficiency of the beamsplitter (about 4% reflection) resulted in 
an image with low irradiance. In a darkened laboratory, the fringe pattern was visible, 
but very small. Enlarging the image resulted in decreased brightness. A CCD camera 
placed at the image allowed the fringe pattern to be easily viewed on a television set, 
enlarged and with improved contrast. A digital frame-grabber was used to store the 
CCD images for later analysis (see next section). Interferograms were recorded for on-axis 
and off-axis sources. 

Next, the relay optics of the EXVM were tested. The spatially filtered laser was 
placed on-axis at the telescope image location. Proper positioning was ensured by testing 
for collimation after lens #1 using a shearing plate. All of the relay optics (including 
the image dissector and correlation tracker beamsplitter) were included in this test. 
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Interferograms were made at the Seal image position for on-axis and off-arts <m both 
the x and y directions) objects. Object height was easily monitored observing the position 
of the telecentric beam in lenses #4 and #5. The intensity of the interferograms was 
very high, and they were very stable. The fringes were traced by hand directly onto paper, 

saving time and computer disc space. 

Finally, the relay optics and telescope were tested together. The interferometer 
was placed at the frnal image position of the EXVM. The laser source reflected off the 
pellicle beam-sampler, passed through the telescope, reflected off the pre-filter, passed 
back through the telescope, went through all of the relay optics of the EXVM, and finally 
through the Smartt interferemeter and onto a CCD camera. Since in this configuration 
the telescope was tested in double-pass and the relay optics were tested in single-pass, 
the resulting interferograms are of limited value for system analysis. 

However, this configuration does demonstrate the versatility of the Smartt 
interferometer. Despite the long optical path (about 10 m) the fringe pattern was 
surprisingly stable. The pattern ^appear to slowly "chum" due to thermal fluctuations 
along the beam's path, and bumping the table did cause the fringes to vibrate (but not 
disappear). Overall, this test was surprisingly insensitive to a less-than-ideal laboratory 
environment, making the Smartt interferometer an extremely useful tool for both 
laboratory and in-the-field system characterization. 
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(3.5) Analysis of Inloiforogiams of the 30 cm Cassegrain Telescope 

The interferograms produced by a Smartt interferometer represent contour maps 
of the wave-aberration of the optical system being tested (unlike some 
shearing-interferometers that represent the gradient of the wave-aberration and require 
computer reduction of all but the simplest data). Every fringe indicates one wavelength 
of phase aberration. 

However, the telescope of the EXVM was tested in a double-pass configuration. 
Provided the aberrations are relatively small, each ray will pass back alongits original 
path.“ The effects of any defects in the elements of the telescope will, therefore, be 
doubled. When analyzing the interferograms taken of the 30 cm Cassegrain telescope, 
it is important to realize that each fringe represents only 1/2 wave of aberration, due 
to this double-pass configuration. 

When analyzing interference fringes, it is generally desirable to used linear fringes 
instead of the circular central fringes for the following reasons: 18 

1) The linear pattern is easily recognized by x-y scanning devices. 

2) Ambiguities in fringe-order, which are possible with circular fringes, are avoided. 

3) A reasonably uniform light flux density is achievable overthe entire aperture. 

4) The pupil is sampled more completely for curve-fitting procedures. 


44 


Linear fringes are createdby introducing tilt between the interfering wavefronts. Tilt 
13 achieved in the Smartt interferometer by simply offsetting the pinhole from the center 
of dre pointdiflraction pattern. Any deviation of tire fringes from erprally-spaced, straight 
parallel lines represents wavefront aberration. Interferogramsof the primary aberrations 
(Spherical Aberration, Coma, and Astigmatism, are discussed and illustrated by 
Kingslake'* and more recentiy by Malacara . 15 Malacara’s book proves to be an 

indispensable guide in tire analysis of interferograms. 

However, when sigruficant tiltis added with the Smartt interferometer, tire fringe 
visibility is dramatically influenced. Carefully scanning the interferometer's prnhole 
across the point diffraction pattern revealed only a few positions that gave reasonable 
fringe visibility. Numerous pinhole sizes were used in order te find the best fringe 
visibility. Choosing larger pinholes for tilted -off-centered, interferograms seemed to 

help. Figure 16 is a set of on-azrs interferograms of tire EXVM's Cassegrain telescope 

with tilts introduced in various directions. (The off-axis interferograms were identical 
to the on-axis results. All analysis conducted below is therefore valid for all objectheights 
being considered., The central fringe offers an easily understood contour map of the 
wave-aberration. While the tilted fringes are simply tire same contour map on an incline, 

they are less intuitively interpreted. 

The top set of near-, inear fringes was chosen for analysis. This set was chosen 
for two reasons: the eleven dark fringes across the pupil allow accurate sampling of the 
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pass. Each frii^iC^^^ 
fringe-order across the entire wavefront, and the fringe contrast is fair* good across 

theenti re pupil. Figure niUnstrateshowthefringepattenrwassampied. Thefringes 

ofthe interferogram weredirectly traced onto anothersheetof paper using a light-table. 
Alternately, a sheet of transparency could have been used. A 32 x 29 grid was overlaid 
onto the traced fringes. Note that the pup,, is not perfectly round. This distort,. 


ion was 
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caused by the disparities between pixel dimensions of the CCD camera, tension 
monitors, and thermal wax printer used to obtain a hardcopy of the fringe pattern. 

Numerical values were assigned to each elementof the superimposed grid. A 
value of zero was chosen for the bottom light fringe. The first dark fringe was assigned 
a value of five. The next light fringe was 10, the nextdark fringe 15, etc. When a grid 
element contained the boundary between dark and light fringes, an intermediate value 
was chosen in accordance with the ratio of dark-to-ligbt within the element. The resulting 
grid was entered as a 32 x 29 array into IDL, a plotting/graphics program run on the 
laboratory's Digital MicroVAX 11. Since the telescope was tested in double-pass. one 
fringe in the interferogram corresponds to only half-a-wavelength of aberration. Using 
*. numbering scheme descnbed above, 20 units is equivalent to one wavelength of 

aberration at 633 nm. 

A subroutine was written that allowed a linearly varying tilt term to be added 
to every element of the array. Positive or negative tilts could be added to the array in 
either the xor y-direction. The subroutine also calculated the peak-to- valley wavefront 

aberration (the maximum array value minus the minimum 
wavefront aberration (the root-mean-square difference between each element and the 
average value across the pupil). Tilts were added until theRMS wavefront aberration 


array value) and the RMS 


was minimized. 
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Figure 17 Method for sampling the telescope interferograms. 
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Figure 18 

and/or prefilter 


S^^entation of the wavefront aberration caused by the telescope 
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Figure 18 is a three-dimension surface created by 1 DL representing the shape 
the wavefront aberration, tilted to achieve minimum RMS deviation. Although this 
surface was created by tilting the top interferogram of Fig 16, it is clearly seen that the 
central interferogram of Fig. 16 is simply a slightly tilted contour map of this surface. 

The peak-to-valleywavefrontaberrationofthe telescope is0.85 waves at 633 nm(1.02 

waves at525nm). TheRMSwavefrontaberrationis0.17wavesat633nm(0.20wa 

at 525 nm). 

The main characteristics of this aberration are the two vertically elongated humps 
on either side of the central obscuration, and a roll-off around the outer edge of the pupil. 
The telescope was tested in a horizontal position. Deformation of the primary mirror, 
secondary mirror, or the prefilter caused by lying on their sides could be the cause of 

the elongated humps. The edge of one or more or the elements may have been rounded 

the observed roll-off. Alternately, a slight 
have caused a non-rotationally 


off during polishing; possibly causing 
misalignment of the elements of the telescope may 


symmetric aberration. 

Regardless of the origin of the telescope's aberration, the 0.20 waves RMS of 
aberration (at 525 nm) should not significantly affect the EXVM's performance. The 
maximum wavefront deviation is about 0.5 waves. Appendix A of Williams & Becklund’s 

book 16 sho ws the cal culatedMTF cu rvesdue to various amountsof primary aberrations 

From these curves, it appeam that 0.5 waves of any aberration has little effect on the 
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maxjmu m resolvable frequency. Ih£l2 ^ as££ mi^^ 
t ha desired 0 & nrsecond resolutio n. 

(3.6) Analysis of Interferograms of the Relay Optics 


The on-axis interferograms of the relay optics 
are shown in Fig. 19. The center interferogram is 


a 


lmost free of fringes and the tilted interferograms 
are nearly straight, parallel lines. These fringes 
indicate excellent imaging with nearly diffraction 




m 












limited performance on- axis. 

Figure 19 On-axis 

Figure 20 contains interferograms obtained interferogram8 of the relay optics 

tested in single-pass. 

with an object at the top of the field of view. 

Figure 21 represents the bottom of the field. Interferograms from the left and right 
extremes appeared symmetric, and the leftmost (positive x-direction, interferograms 

are shown in Pig- 22. 

The relay optics (including the cube beamsplitter, should have been rotationally 
symmetric. The interferograms indicate an asymmetry between the top and bottom 
fuu fields of view. Such an asymmetry might be caused by a slight misalignment or 


an 


imperfect element in the system. 
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Figure 20 Topofthefield-of-viewofthe 
relay optics. Shaded images indicate 
insufficient fringe contrast. 



Figure 21 Bottom of the field-of-view. 


Each off-axis interferogram displays small amounts ofboth astigmatism and coma. 
The bottom field is the worst, with about one wave of coma (and a small defocusing) being 
the dominant aberration. Figure 23 is the theoretical 


MTF caused by one wave of coma. 17 A slight 
decrease in spatial resolution is predicted for objects 
at the full field of view. 

The MTF curves of the telescope and of the 
relay optics cannot be simply combined to find the 
overall MTF of the EXVM. The wavefront 



Figure 22 Leftmost field-of-view. 


aberrations of the two subsystem could be combined, 

but this was not deemed necessary. Due to the Quali ty of eac h subsystem , the CQPEV 
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MX E curved for t ,h e E XVM in App^ndi i A should he fairly ^,| j „ nf.h. ^... l 

system perform anre 



A resolution test target (Fig. 24) was used as an object for the EXVM’s relay optics. 
A high intensity white-light source (with a ground glass screen) illuminated the target 
from behind. At the proper object location, the light after lens #1 is collimated. A 
shearing plate Interferometer could notbe used to test for collimation due to the inherent 
lack of temporal coherence of a white-light source. Proper object position was obtained 
simply by achieving correct intermediate and final image locations. 

A CCD camera was placed at the image plane. The image of the test target was 
viewed, greatly magnified, on a television. The maximum resolution (i.e. minimum line 
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to test the EXVM. 


— - — ■ — ■■■ — ■ * 


however, significantly degn.de the system quality. 
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(3.8) Resolution Test Target Analysis 



Figure 25 is an image of 
the resolution test target that 
has been digitized from the 
CCD camera. Due to the 
printing process involved, this 
figure does not adequately show 
the resolution that could be 
obtained simply by looking at 
the television screen. With the 

tert target on-axis, 79.48 SKK^fSesttarget produced by the 

relay optics. The second bar-set is show here. 

lines/mm was the smallest 

resolvable target segment. When the test target was placed at fall-field (top, bottom, 
left, or right), 68.13 lineshnm was resolvable. The system resolution was th 

both vertical l»e. and horizontal lines on the test target. 

■me paraxial ray trace of Appendix A is used to relate the spatial resolution at 

the telescope’s image plane to the angular resolution that should he attainable. An 

i in r rmiin'd 'in-r ria At full-fifl Id-flf-^w, afl 
nnn |1 . lotion nf 0 VI mmw nhou XI ^ on a J1 " 

rr lT reaoll l tinn if 1 n m » rr8ec ^ Mh i w a *~ 
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(3.9) Solar Image 


On June 3 , 1993 at 1 1 :00 A.M .( 1600 UT) the 28 inch heliostat was used to reflect 
sunlight into the lab. The 
heliostat’ s sun-tracker was 
used to direct the sun into the 
30 cm Cassegrain telescope. 

The sun-tracker controls 
allowed Active Region 7515 
(see Fig. 26) to be placed in the 
center of the EXVM’s field of 
view. Figure 27 is an image of 
this region obtained with the 
currently operational MSFC Vector Magnetograph. Each pixel in Fig. 27 is 2.5 arcsec 

across. 

The 526.9 mn prefilter and blocking filters were used in the EXVM. The 

polarimeter was not available. ThefourThompson-CFS,TH 7896(A) CCD detector arrays 
were not available. Another (smaller) CCD owned by the lab was placed at the image 
plane of the EXVM. The Fabry-Perot blocked too much light for this detector, and was 

not used. 
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was 


The 


output from the CCD detector placed at the image plane of the EXVM 

bounced around due to wind striking the helioetat, 

. Also, since the beam was being reflected 


recorded on videotape. The image 

but the sunspots remained in the field ofview 


of the EXVM’a entire field ofview. The small, well defined dark specs 


only a fraction 


xf- 
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in Fig. 28 are dust particles on the 15° dissector mirror and CCD camera, nctf sunspots. 
Some definition was lost during image reproduction. 



28 inch heliostat (mirror) was used to reflect sunlight into the bread-boarded EXVM. 

Using the known pixel size of Fie. 27. a scale fo r Fig. 28 was created. From this 
s cale, it appears that a resolution of about 1 arcsee was achieved with the EXVM. Once 
th e EXVM is assem bled in a l i g ht-t i g ht box and the heliostat is no longer used, a 
(L5 aresec resolution should be realized. 




(4) Suggestions for Future Work 


The EXVM was designed with large collimated spaces and telecentric spaces. 
A great deal of flexibility is provided for experimentation with polanmeter, blocking 
filter, and Fabry-Perot locations. Once the optimum positions are determined, the y-y 
diagram can be modified to decrease the overall length of future systems. 

Once the polarimeter is ready, it should be placed in the EXVM . An inactive (and 
presumably non-polarized) region of the sun should be observed. Rotating the polarimeter 
and observing the periodic variations of intensity at the image plane will provide an 
accurate measurement of instrumental polarization. 
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This is a non-rotationallv symmetric svstem 

first ordej; properties and third srder auantirioc , . 

ptooaBiy lnaaequate ln 3escrlbln , system cflaracce --- 
close aperture on s53 

Position 1 , Wavelength = 525.0 NM 


• V ) 

( a ) 

HMY 

UMY 

HP 152.400000 

0 . 000000 

1 152.400000 

0.000000 

2 152.400000 

0 . 000000 

STO 152.400000 

0.127279 

4 40.745715 

-0 . 032327 

5 6.187768 

-0 . 021270 

6 6.038879 

-0 . 032327 

7 5.977242 

-0.021270 

9 4.813749 

-0 .032327 

9 4.652112 

-0.021270 

10 4.524493 

-0.032327 

11 4.362856 

-0.021270 

12 4.213967 

-0.032327 

13 4.052330 

-0.021270 

14 3.988520 

-0 . 032327 

15 -6.194598 

-0 .015503 

16 -6.256610 

-0.019362 

17 -6.384400 

-0 . 000403 

18 -6.426724 

-0.000265 

19 -6.506285 

-0.000403 

20 -6.519789 

0.011009 

21 -6.464743 

0 . 008406 

22 -6.427755 

0.021331 

23 -4.32790 2 

-0.021331 

24 -2.079715 

-0.006732 

25 -2.046401 

-0.012020 

26 -2.010341 

-0.001344 

27 -1.990187 

-0.000984 

28 -1.990196 

-0.001344 

29 -1.925704 - 

-0.000894 

30 -1.922168 - 

-0.001344 

31 -1.857677 - 

■0.000884 

32 -1.957685 - 

0.001344 

33 -1.707192 - 

0.003984 - 

34 -1.657381 - 

C. 002464 

35 -1.642596 - 

0.006831 


N 


IMY 


0 . 000000 
0.000000 
-0 . 063640 
-0.079803 
-0.032327 
-0.032327 
-0.032327 
-0 .032327 
-0.032327 
-0.032327 
-0.032327 
-0.032327 
-0.032327 
-0 . 032327 
-0.040950 
-0.140837 
0.049444 
-0.000403 
-0 . 000403 
-0 . 031339 
0.142385 
0.033797 
0.021331 
0.036048 
0.084004 
-0.031214 
0.001344 - 

0.001344 - 

0.001344 -1 
0.001344 -1 
0.001344 -2 
0.001344 -2 
0.007720 -3 
0.024146 -3 
0.010783 -3 


1 y ) 

t u ) 


HCY 

UCY 

N * ICY 

0.000000 

0-001425 


-0 . 926518 

0.000938 

0.001425 

-0. 926517 

0.001425 

0 . 001425 

0 . 000000 

-0.001425 

0 . 001425 

1.250428 

0.004339 

0.002882 

5 .989186 

0.002855 

0.004339 

5 . 909172 

0.004339 

0 . 004339 

5 . 930868 

0.002855 

0.004339 

6.073623 

0.004339 

0.004339 

6.095319 

0.002855 

0.004339 

6.112450 

0.004339 

0.004339 

6.134146 

0.002855 

0.004339 

6.154132 

0.004339 

0.004339 

6.175829 

0.002955 

0.004339 

6.184394 

0.004339 

0.004339 

7.551287 

-0.001762 

0.014851 

7.544239 

0.001940 

0.135101 

7.557043 

-0.033548 

-0.092551 

4 . 034458 

-0.022073 

-0.033548 

2.587524 

-0.033548 

-0.033548 

3.711396 

-0.014919 

-0.051159 

3.785991 

-0.015829 

0 . 049733 

3.955639 

-0.021001 

-0.013523 

5.430683 

0.021001 

-0.021001 

8.137238 

0.035827 

0.036608 

3.309207 

0.021038 

0.234937 

3.372319 

0.102462 

-0.238051 

3. 909252 

0.067415 

-0. 102462 

3. 908578 

0.102462 

-0.102462 

l . 826762 

0.067415 

-0.102462 

i. 096423 

0.102462 

-0 .102462 

1.014606 

0 . 067 415 

-0. 102462 

.013932 

0.102462 

-0.102462 

.491437 

0.010229 

-0.26965C 

.619301 

0.030977 

0. 329592 

.805163 - 

0.000019 

0.076535 


TABLE Al Paraxial ray trace of the FXVM HMY and UMY are the marginal ray height 

and angle. HCY and UCY are chief ray quantities. (IMY and ICY are marginal and chief ray 

^ IDC,dCDCC J Each quantity is ca,cu,atcd at every surface of the EXVM, as listed in 
I ABLE l, page 3. 
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36 

-1.266885 

37 

-0.138158 

39 

-0.120180 

39 

-0.038206 

40 

0.056179 

41 

0.056191 

42 

0.137083 

43 

0.137083 

44 

0.231469 

45 

0.313442 

46 

0.331420 

47 

0.877909 

48 

0.899127 

49 

0.942511 

50 

3.127019 

51 

3.106067 

52 

3.101882 

53 

1.701589 

54 

1.585757 

55 

1 . 556562 

56 

0.000000 

57 

-5 . 385824 

59 

-5.414985 

59 

-5.531890 

60 

-4.751638 

61 

-1.965719 

62 

-1.185466 

IMG 

-0.015088 


0.006831 
0 . 004495 
0.006831 
0 . 004495 
0.006331 
0 . 004495 
0 . 006831 
0.004495 
0 . 006831 
0 . 004495 
0.006831 
0.003536 
0.004338 
0.004976 
-0.005514 
-0 . 001674 
-0.010687 
-0.025971 
-0.019463 
-0.044568 
0 .044568 
0 .014590 
0 . 024355 
-0 .010837 
0 . 010837 
-0 .010837 
0.010837 
0 .010937 


0.006831 - 
0.006831 - 
0.006831 - 
0.006831 - 
0.006931 - 
0.006831 - 
0.006831 - 
0.006931 - 
0.006831 
0.006831 
0.006831 
0.008135 
0.012742 
0.001864 
C . 030668 
-0.060999 
-0.022254 
0.042223 
-0.151320 
-0.061987 
-0.044568 
-0.074044 
-0.227285 
0 . 097219 
0.010837 
0.010837 
0.010837 


31 .804096 
31 .900898 
31.800837 
31 . 900604 
31 . 800336 
31 .800336 
• 31 . 800106 
■31.800106 
-31.799838 
-31.799605 
-31 . 799554 
-31.798001 
-31 . 683148 
-31.622283 
-3.732943 
-3.534241 
-3.425446 
7 .297245 
7.163775 
7 .154149 
4.974194 
-3.014621 
-3.079942 
-3.269270 
-5.634672 
-14.083994 
-16.450397 
- 20 . 000000 


0.000019 
0.000013 
0 . 000019 
0.000013 
0 .000019 
0.000013 
0.000019 
0.000013 
0 .000019 
0.000013 
0.000019 
0.019142 
0.006096 
0.063529 
0.052290 
0.043518 
0.081834 
-0.029926 
-0.006418 
-0.065280 
0.065280 
0 .032160 
0 . C : 3443 
0.032867 
-0.032867 
0. 052867 
-0.032967 
-0.032867 


0 . 000019 
0 . 000019 
0.000019 
0.000019 
0.000019 
0.000019 
0.000019 
0.000019 
0 .000019 
0 . 000019 
0.000019 
-0.047217 
-0.207397 
0.167938 
0.032859 
0.139346 
0.094608 
0.308739 
-0 . 546608 
-0.145340 
-0.065280 
-0.081779 
-0.169350 
0 .019168 
-0.032867 
-0.032867 
-0.032867 



TABLE Al. (continued) 
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Y-FAN 


1.00 RELATIVE 
FIELD HEIGHT 
l .0817') 



- 1.00 1 


X-FAN 



- 1.00 


0.70 RELATIVE 
FIELD HEIGHT 
I .0572*) 



0.00 RELATIVE 
FIELD HEIGHT 
( o.coo*) 



- 1.00 


[ close aperture an s53 

1 S25.0 HM 

I 

OPTICAL PATH DIFFERENCE (HAVES) 

7 -.UN-93 

FIGURE A 1 Wavefront aberrations (measured in waves) of the EXVM plotted for the 
renter/70% of marimum, and 100% of the full field-of-view. All curves arecalcu.ated 

for a wavelength of 525.0 nm. 
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FIGURE A3. Spot diagrams 


of the EXVM calculated at 0%. 70%, and 100% of the full 


field-of-view. 
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SPO 


Univ of Alabama 18-MAY-93 12H 15M 26s 

CODE V VAX Version: 7.51 A 


SPOT DIAGRAM ANALYSIS 


WAVELENGTH 


WEIGHT 


POINTS POINTS 

TRACED ATTEMPTED 


525.0 


99 158 179 


Field 1, ( 0.00, 0.00) degrees. Focus 

Displacement of centroid from chief ray 
X: 0 .OOOOOE-t-OO Y: -0.42018E-14 

0.00000 

RMS spot diameter 
0 . 1 8807E-01 MM 

Field 2, ( 0.00, 0.06) degrees. Focus 

Displacement of centroid from chief ray 
X: 0 . OOOOOE-t-OO Y: -0.98896E-02 

0.00000 

RMS spot diameter 
0 . 2514 IE-01 MM 

Field 3, ( 0.00, 0.08) degrees. Focus 

Displacement of centroid from chief ray 
X: 0. OOOOOE-t-OO Y: -0.87191E-02 

0.00000 

RMS spot diameter 
0 . 47644E-0 1 MM 


TABLE A2. RMS spot size diameters calculated at 0%, 70%, and 100% of the full 

field-of-view. 
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WAV 


Univ of Alabama 19-MAY-93 
CODE V VAX Version: 7.51 


12H 14M 11S 
A 


lose aperture on s53 


w A V E F R o 

NT analysis 

POSITION 1 


X REL. FIELD 
Y REL. FIELD 
WEIGHTS 

number of rays 

0.00 0.00 0.00 

0.00 0.70 1.00 

1.00 0.89 0.50 

308 310 244 

WAVELENGTHS 

525.0 

WEIGHTS 

1 


FIELD 

FRACT 

DEG 

SHIFT 
(MM. ) 

BEST INDIVIDUAL 
FOCUS RMS 

<MM.) (WAVES) 

FOCUS 

STREHL 

X 0.00 
Y 0.00 

0.00 

0.00 

0.000000 

0.000000 

1.465239 

' 0.009 

0.997 

X 0.00 
Y 0.70 

0.00 

0.06 

0 . 000000 
0.032969 

-0 . 709026 

0.034 

0.957 

X 0.00 
Y 1-00 

0.00 

0.09 

0.000000 

0.097292 

-2.415966 

0.079 

0.779 


SHIFT 

(MM.) 


best composite focus 

FOCUS RMS 

(MM.) (WAVES) 


STREHL 


0.000000 0.000000 0.049 0.910 

0.000000 


0.000000 0.000000 0.041 0-936 

0.019236 


0.000000 0.000000 0.109 0.630 

0.030064 


COMPOSITE RMS FOR 
POSITION 1: 


0.061 


Units of RMS are waves at 525 


0 nm. 


NOTE 


strehl is the intensity at the peak of the point ima^ #ttlng 

- *• — — £ot 

RMS <0.1. 


field heights. 
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FIGURE B2 Wavefront aberrations (measured in waveslof the EXVM with a 1.37 c m 
tbidt heamsniitre r inerted at 45“ between lens #2 and lens #3. All curves are 
cakulated for a ' wavelength of 525 !o nm and plotted for the center and 100% of the 


full field-of-view. 
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FIGURE B3 The diffraction MTF for the EXVM with a l. ft7 rm th i ck beamsplitter 
inserted at 45° between lens #2 and lens *3. The MTF is given in arcseconds per cycle 
and ineye I es pe r m ra (at the image plane) for objects at 0% and 100% of full fi 
of-view. 
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FIGURE B4. Partial drawing of the EXVM with a 1 ^7hti thick be n ™nlit,t*rin3e rtad 

at 15° between lens #2 and lens #3 _ 
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FIGURE B6. Wavefront aberrations (measured in waves) of the EXVM with a 1 57 rm 
thick beamsplitter in serted at 15° between lens #2 and lens #3. All curves are 
calculated for a wavelength of 525.0 nm and plotted for the center and 100% of the 

full field-of-view. 
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P.GURE B6. The diffraction MTT for the 

- «» ^ 6e,d - "■ 
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FIGURE B7. Partial drawing of the EXVM with a 2 mm thick beamspl i tter inserted 
at 45° between lens #2 and lens #3 
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FIGURE B8. Wavefront aberrations (measured in waves) of the EXVM with a 2 mm 
thick beamsplitter inserted at 45° between lens #2 and lens #3. All curves are 
calculated for a wavelength of 525.0 nm and plotted for the center and 100% of the 
full field-of-view. 
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FIGURE B9. The diffraction MTF for the EXVM with a 2 mm thick beamsplitter 
inserted at 45° between lens #2 and lens #3. The MTF is given in arcseconds per cycle 

and in cycles per mm (at the image plane) for objects at 0% and 100% of full field- of-view. 
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FIGURE Bll. Wavefront aberrations (measured in waves) of the EXVM with a 
2.54 cm cube beamsplitter inserted at 0° between lens #2 and lens #3. All curves are 
calculated for a wavelength of 525.0 nm and plotted for the center and 100% of the 
full field-of-view. 
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FIGURE B12. The diffraction MTF for the EXVM with a 2.54 cm cube beamsplitter 
inserted at 0° between lens #2 and lens #3. The MTF is given in arcseconds per cycle 
and in cycles per mm (at the image plane) for objects at 0% and 100% of full field- 
of-view. 
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TABLE Bl. The RMS wavefront deviation (measured in waves) of the EXVM with a 
1 .57 cm thick heamsplitter inserted at 45° between lens #2 and lens #3. The best 
possible RMS deviation is calculated for each field-height. The best composite focus 
indicates a position that provides the best overall performance, averaged over all field 
heights. 
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TABLE B2. The RMS wavefront deviation (measured in waves) of the EXVM with a 
1.57 cm thick beamsplitter inserted at 15° between lens #2 and lens #3. The best 
possible RMS deviation is calculated for each field-height. The best composite focus 
indicates a position that provides the best overall performance, averaged over all field 
heights. 
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TABLE B3. The RMS wavefront deviation (measured in waves) of the EXVM with a 
2 mm thick beamsplitter inserted at 45° between lens #2 and lens #3. The best 
possible RMS deviation is calculated for each field-height. The best composite focus 
indicates a position that provides the best overall performance, averaged over all field 
heights. 
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TABLE B4. The RMS wavefront deviation (measured in waves) of the EXVM wit h, a 
2 S4 cm cube h p«msnlitter inserted at 01 between lens #2 and lens #3. The best 
possible RMS deviation is calculated for each field-height. The best composite focus 
indicates a position that provides the best overall performance, averaged over all field 

heights. 
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